[Clinical and radiation physics studies on the influence of mandibular reconstruction plates on the dose distribution of ultrahard photons].
The effect of mandibular reconstruction plates on the dose distribution of megavoltage photons was analysed. All treated patients showed the normal reactions expected from radiation therapy regardless the modification of dose distribution by the metal plates. For dose estimation measurements were done in a phantom with photons of the energy 60Co to 42 MV and different material.